Scanlmage Wiring Diagram (1/2)

PXle-1073 Chassis
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AOO: ResScanner X Galvo Control Signal

BNC-2090A Breakout ‘
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PFIO: Resonant Mirror Sync (Period clock)

AO1: ResScanner Y Galvo Control Signal

AOO: ResScanner Pockels Cell Control

BNC-2090A Breakout \ .

‘ AlO: ResScanner Power \>
. Calibration Photodiode Signal

AOQO: Piezo Position Control

\ USER1: Shutter
BNC-2090A Breakout

@ AIO: Piezo Feedback Signal\ @ /

AO1: Resonant Mirror Zoom Control USER1 < PFI12



Scanlmage Wiring Diagram (2/2)
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AQQ: LinScanner X Galvo Control Signal

All: LinScanner Y Galvo
Position Feedback Signal

BNC-2090A Breakout

PXle-1073 Chassis
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AlQ: LinScanner X Galvo
Position Feedback Signal

AOQO: LinScanner Pockels Cell Control

BNC-2090A Breakout \

AOQ1: LinScanner Y Galvo Control Signal

AlO: LinScanner Power \> @

Calibration Photodiode Signal




